We present the inter-comparison of delta slant column densities (SCDs) and vertical profiles of nitrous acid (HONO) derived from measurements of different MAX-DOAS instruments and using different inversion algorithms during the Second Cabauw Inter-comparison campaign for Nitrogen Dioxide measuring Instruments (CINDI-2), in September 2016, at Cabauw, The Netherlands (51.97° N, 4.93° E). Systematic discrepancies of HONO delta SCDs are observed in the range of ± 0.3 ×10 15 molecules cm -2 , which is half of the typical random discrepancy of 0.6 ×10 15 molecules cm -2 . For a typical high 50 HONO delta SCD of 2 ×10 15 molecules cm -2 , the relative systematic and random discrepancies are about 15% and 30%, respectively. The inter-comparison of HONO profiles shows that both systematic and random discrepancies of HONO VCDs and near-surface volume mixing ratios (VMRs) are mostly in the range of ~ ± 0.5×10 15 molecules cm -2 and ~ ± 0.1 ppb https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
derived from real measurements by the participating instruments. The sensitivity studies of HONO profile inversions based on synthetic analysis are given in Section 5. The conclusions are presented in Section 6.
2 CINDI-2 Inter-comparison campaign 140
CINDI-2 campaign and HONO inter-comparison activities
The CINDI-2 campaign was held in the period from 12 to 28 September 2016, at the remote-sensing site of the CESAR station (51.971° N, 4.927° E) (http://www.cesar-observatory.nl/) in a rural area in Cabauw, the Netherlands. The measurement site is surrounded by pasture and farmland, and is located ~20 km southwest of the city of Utrecht and ~30 km east of the city of Rotterdam. 36 MAX-DOAS instruments participated in the campaign and were operated by different 145 research groups. Different optical, electrical and mechanical systems with different spectrometers were used in the different MAX-DOAS instruments. In order to optimize the synchronisation of the measurements for the inter-comparisons, all MAX-DOAS instruments were installed close to each other and measured following a consistent protocol (see http://www.tropomi.eu/data-products/planning-information). Some instruments measure also at different azimuth angles and are categorized in the following as 2D systems, whereas others can only measure at one fixed azimuth angle and are 150 categorized as 1D systems. Because of these differences, 2D systems and 1D systems followed different measurement protocols. 1D systems continuously measured at the fixed azimuth direction of 287° with four elevation sequences in each hour. 2D systems routinely measured at 7 different azimuth angles in each hour, and in the time slot of 15 minutes at the beginning of each hour at the same azimuth angle (287°) as the 1D systems. Therefore in the first 15 minutes of each hour, all instruments measure at the same azimuth angle of 287° and used the same elevation sequence of 1, 2, 3, 4, 5, 6, 8, 15, 30 155 and 90°. The same integration time of one min for individual measurements was applied by all instruments.
Further information about the campaign and the participating instruments can be found in Apituley et al. (2019) and Kreher et al. (2019) . So far CINDI-2 data have been used in Donner et al. (2019) for the study on the accuracy of different elevation calibration methods, in Kreher et al., 2019 for carrying out a semi-blind inter-comparison of NO2, O4, O3 and HCHO slant column densities, and in Frieß et al. (2019) and Tirpitz et al. (2020) for the study of the consistency of profile retrievals of 160 aerosols, NO2, and HCHO derived from different inversion programs and instruments based on synthetic and measured spectra. Additionally, the CINDI-2 data were used by Wang et al. (2018b) to develope new retrieval algorithms for tropospheric ozone profiles and by Beirle et al. (2019) for demonstrating the performance of MAPA profile inversion algorithm.
13 MAX-DOAS instruments operated by different researchers joined this study on the retrievals of tropospheric HONO. An 165 overview of the participants, their instruments and analysis tools is provided in Table 1 . The comparison activities were performed in two steps. First, the consistency of the HONO delta SCDs was evaluated and then an inter-comparison of the derived vertical profiles was performed. The details of the retrieval settings, comparison schemes, and participating instruments and algorithms are given in section 2.2 and 2.3, respectively.
Inter-comparison of tropospheric HONO slant column densities 170

Baseline retrieval settings and comparison schemes
Baseline DOAS retrieval settings were selected decided based on the recommended settings from a previous study during the MAD-CAT campaign (Wang et al., 2017c) . The parameters of the baseline settings are given in Table 2 . Different participants applied the baseline settings using different DOAS fit programs independent from each other. Absorption cross sections of HONO, NO2, O3, BrO, O4, HCHO, and H2O were convolved with the slit function of the individual instruments 175 before being included in DOAS fits. The slant column density (SCD) represents the trace gas concentration integrated along the light path. Differential SCDs (dSCDs) are the direct output from a DOAS fit of a measured spectrum and represent the https://doi. org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License. difference of the SCDs in a measured spectrum and a Fraunhofer reference spectrum. The Fraunhofer reference spectrum is usually measured at the elevation angle of 90° in order to acquire the shortest light path in the troposphere. If both the measured off-zenith spectrum and the Fraunhofer reference spectrum in a DOAS fit are recorded at approximately the same 180 solar zenith angle (SZA), the retrieved dSCD only contains the absorptions along the light path in the troposphere, since both measurements have almost the same stratospheric light path. Therefore, in such cases, the retrieved dSCD directly represents the tropospheric SCD. In the pioneering study of Hönninger et al. (2004) , it is referred to as delta SCD. Since delta SCDs are normally used in the retrievals of tropospheric vertical profiles, we first inter-compare the HONO delta SCDs between the different instruments. There are two procedures to retrieve delta SCDs from off-zenith MAX-DOAS measurements, which 185 use two different Fraunhofer reference spectra (FRS), namely the so-called "sequential FRS" and "daily noon FRS". The "sequential FRS" is derived from interpolation of two spectra measured in zenith view before and after an elevation sequence to match the time of the off-zenith measurements. The "daily noon FRS" is obtained from the mean of all zenithsky spectra acquired between 11:30:00 and 11:41:00 UTC on individual days. The differential SCDs retrieved using the "sequential FRS" can directly be regarded as the delta SCDs. In contrast, a post-processing is needed to convert the 190 differential SCDs (dSCDs) retrieved using the "daily noon FRS" into delta SCDs. For individual HONO dSCDs retrieved from off-zenith measurements, a reference dSCD can be derived by a time-interpolation of the HONO dSCDs retrieved from zenith measurements before and after the off-zenith measurement. The HONO delta SCDs is then derived by subtracting this reference dSCD from the corresponding off-zenith dSCDs. The mathematic derivation of delta dSCDs with the two procedures has been discussed in section 3.1 of Wang et al. (2017c) . Although the "sequential" FRS can compensate for the 195 effects of instability of instrumental properties on DOAS retrievals, the "daily noon FRS" is easier to be implemented in typical DOAS programs than the "sequential FRS". Therefore the "daily noon FRS" was often used in previous studies. In this study, comparison activities of HONO delta SCDs are separated into two parts: for retrievals using either the "sequential FRS" or the "daily noon FRS", the results of the different instruments are compared. Additionally, for individual instruments, the HONO delta SCDs retrieved using the two different FRS are also compared in order to quantify the potential bias of the 200 HONO retrievals due to the different FRS procedures.
Participating instruments
The institutes and instruments participating to the SCD inter-comparison activities are listed in Table 1 . It should be noted that "USTC (1)" and "USTC (2)" represent two data sets derived from two MAX-DOAS instruments operated by the "USTC" researchers. Additionally, the spectra recorded by the two "USTC" instruments are independently analysed by the "DLR" 205 researchers, which are marked as "DLR (1)" and "DLR (2)". Considering the different measurement protocols followed by the 2D system and 1D system instruments, only coincident measurements in the first 15 minutes of each hour are included in the inter-comparison activities. The participating instruments are separated into three groups, consisting of in-house developed instruments by individual groups, EnviMes instruments developed at the University of Heidelberg (Lampel et al., 2015) and recently commercialised (http://www.airyx.de), and Mini-DOAS instruments produced in Germany by Hoffmann 210 GmbH (http://www.hmm.de/).
Inter-comparisons of tropospheric HONO profiles
Baseline retrieval settings and inversion algorithms
HONO profiles are retrieved from the elevation angle dependency of the HONO delta SCDs using inversion algorithms. Five inversion algorithms based on the optimal estimation (OE) method are used in this study: PriAM (Wang Y. et al., 2013a, b, 215 2017b), BePro (Clémer et al., 2010) , MMF (Friedrich et al., 2019) , HEIPRO (Frieß et al., 2006 , and M 3 (Chan et al., 2018) . Different from the other algorithms, MAPA (Beirle et al., 2019) implemented by the "MPIC" participants is based on a profile parameterization. The corresponding algorithms implemented by individual participants are listed in Table 1 . Note https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
that PriAM, BePro, and HEIPRO are independently implemented by several participants. Some parameters are harmonized between the different inversion algorithms. Information on these parameters and on the atmospheric properties used in the 220 RTM is summarised in Table 3 . Note that no assumptions on the measurement uncertainty covariance, a priori profiles, and a priori covariance matrices are made in MAPA. The wavelength of the RTM simulations of the HONO AMFs for the profile retrievals is 355 nm, representing the effective wavelength of the HONO absorption in the spectral range of DOAS fits of HONO delta SCDs. The effective wavelength is calculated by weighting the wavelengths by the HONO cross section values in the spectral range of 335-373 nm of the HONO DOAS fits. The atmospheric properties and aerosol properties are set based 225 on typical conditions near the measurement site during the CINDI-2 campaign period. Profiles are retrieved in the altitude range of 0 to 4 km with a grid of 200 m. Vertical profiles of aerosol extinction are required as an input for the HONO profile retrievals, and were retrieved around 360nm from O4 delta SCDs, which are retrieved from the MAX-DOAS measurements in the spectral range of 338 -370 nm. The details of the aerosol retrievals can be found in Tirpitz et al., 2020 . Following previous studies (e.g. Hendrick et al., 2014 and Wang et al., 2018 , the covariance of the measurement uncertainties is set to 230 square of 100% of the DOAS fit error of the HONO dSCDs for the diagonal elements and zero for the extra-diagonal elements. The a priori profile is arbitrarily set as an exponentially-decreasing profile with a VCD of 3×10 14 molecules cm -2 and a scaling height (SH) of 0.1 km. The selection of the a priori profile shape is based on the fact that HONO is typically accumulated at altitudes close to the surface (Hendrick et al., 2014 and Wang et al., 2018) . Similar to measurement uncertainties, and following the previous studies (e.g., Hendrick et al., 2014 and Wang et al., 2018) , the covariance of the a 235 priori profile (Sa) is set to square of 100% of a priori values for the diagonal elements. The extra-diagonal elements are calculated using a Gaussian function based on the neighbouring diagonal elements with a correlation length of 200 m.
For the algorithms based on the optimal estimation method, each of them used different RTMs as forward model and applied different iterative procedures. PriAM and HEIPRO use the RTM SCIATRAN version 2 (Rozanov et al., 2005) . BePro, MMF, and M 3 use the RTM LIDORT (Spurr et al., 2008) , VLIDORT (Spurr et al., 2013) , and LibRadTran (Mayer and Kylling, 240 2005; Emde et al., 2016) , respectively. Another important difference is that in order to avoid negative concentrations of the retrieved results (which are not possible in the real atmosphere), the retrievals are done in logarithmic space (see details in Yilmaz, 2012) by PriAM, HEIPRO, and MMF. Since distribution probabilities of retrieved profiles around a priori profiles become asymmetric due to the inversion in the logarithm space, the sensitivity of the inversion to large values is larger than that in the linear space. A nonlinear iterative procedure is applied for the inversion of both aerosol and trace gas profiles in 245 PriAM, HEIPRO, and MMF, whereas a linear iterative procedure is adapted for trace gas retrievals in the other two algorithms.
Comparison scheme
In order to attribute the discrepancies between the different data sets of HONO profiles to different possible causes (instrumental properties, FRS selection, profile inversion algorithms, and aerosol inversions), the inter-comparison of the 250 HONO profiles are subdivided into four tasks named T1a, T1b, T2a, and T2b. In all four tasks, the HONO profiles are retrieved using different inversion algorithms by individual participants, while the differences between the tasks are the choices of the input HONO delta SCDs and aerosol profiles.
In tasks T1a and T1b, the input HONO delta SCDs are those retrieved from measurements of the individual instruments by the individual participants. Differently, in tasks T2a, and T2b, different participants use the same HONO delta SCDs, which 255 are retrieved from measurements of the "MPIC" instrument by "MPIC". Using different input delta SCDs allows investigating whether the discrepancies of the HONO profiles are related to differences of HONO delta SCD retrievals or the profile inversion algorithms, respectively. For the tasks T1a and T1b either the "sequential FRS" or the "daily noon FRS" were used in the DOAS fits, respectively, which allows to quantify the effect of the FRS selections on the HONO profile retrievals. The tasks T2a and T2b differ with regard to the input profiles of aerosol extinction used for HONO profile 260 https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
inversion. In task T2a, different participants used the same aerosol profiles, which are retrieved from the O4 delta SCDs derived from the "MPIC" MAX-DOAS measurements using the "PriAM" algorithm by "MPIC". However, in task T2b, the input aerosols are retrieved from the O4 delta SCDs, derived from the individual MAX-DOAS instruments by the respective participants. Using different input aerosol profiles allows quantifying the effects of aerosol retrievals on the consistency of the HONO profile retrievals. It should be noted that, the input profiles of aerosol extinctions in the tasks T1a and T1b are 265 derived from the aerosol profile retrievals at 340nm, given in Tirpitz et al., 2020, using the common setting by individual participants. In addition, since different measurement protocols are followed by 2D systems and 1D systems (see section 2.2.2), only the coincident HONO measurements in the first 15 minutes of each hour are included in the comparison activities.
Long-Path DOAS measurements for comparisons with MAX-DOAS results 270
A co-located Long-Path (LP-) DOAS instrument measured HONO concentrations near the surface using an artificial light source during the campaign. The telescope of the LP-DOAS was installed west of the measurement site at a distance of 3800 m. A detailed description of the instrumental set-up can be found elsewhere (Nasse et al., 2019) . Four retro-reflector arrays were mounted at different heights (15, 45, 105 and 205 m) Table 4 .
Synthetic dSCDs for sensitivity analysis 280
In most of the cases, the true HONO profiles are not known for real MAX-DOAS measurements, which makes it difficult to quantify biases of retrieved HONO profiles with respect to reality. In order to overcome this limitation, we generated a set of synthetic HONO delta SCD using the RTM SCIATRAN, version 3.6.0 (03 Dec 2015) (Rozanov et al., 2014) assuming three different HONO profiles shown in Fig. 1a . The three HONO profiles represent scenarios with HONO accumulated near the surface (profile 1), linearly decreasing with altitude from the surface up to 0.8 km (profile 2), and a box shape profile with 285 constant HONO VMRs in the altitude range from the surface up to 0.8 km and exponentially decreasing to zero above (profile 3). The HONO delta SCDs are simulated by the RTM at 355nm, according to the effective wavelength of HONO DOAS fits in a pseudo-spherical atmosphere with pure Rayleigh scattering (no clouds and aerosols) and with typical temperature and pressure profiles during the campaign. HONO is the only absorber included in the simulations, and the observation geometry is set according to the real measurements on September 14, 2016, during CINDI-2 campaign. In order 290 to test the effect of the measurement noise, we generated a modified data set by adding artificial random noise to the HONO delta SCDs simulated by the RTM with a signal to noise ratio of 3000, which was determined based on the typical noise level of most of the MAX-DOAS instruments in the study. One hundred HONO delta SCDs were generated by adding noise to the individual simulated HONO delta SCDs. This modified data set of HONO delta SCDs with artificial noise is referred to as "noisy synthetic HONO delta SCDs" in the following (see section 5.1). All the synthetic HONO delta SCDs are used in 295 the sensitivity studies presented in section 5.1. The profiles shown in Fig. 1b are used as a priori profiles in the sensitivity studies.
Cloud classification
In order to evaluate the cloud effects on the MAX-DOAS results and their consistency, the cloud classification scheme described in Wang et al. (2015) and 2016) was applied to the MPIC MAX-DOAS measurements 300 https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
during the whole CINDI-2 campaign. The sky conditions are identified from the color index (ratio of intensities at 330 nm and 390 nm) and the O4 dSCDs (retrieved in the spectral range of 338 nm -370 nm) derived from MAX-DOAS measurements of individual elevation sequences. From the classification scheme, six categories are identified including a) 'cloud free and low aerosol load, b) 'cloud free and high aerosol load', c) 'cloud holes', d) 'broken clouds', e) 'continuous clouds', and f) 'optically thick clouds'. Here, the difference between categories c) and d) is given by the general optical 305 thickness, it is larger for "broken clouds" than for "cloud holes". In order to simplify the comparison activities, the categories of 'cloud free and low aerosol load' and 'cloud free and high aerosol load' are combined and treated as 'clear sky' in this study. The remaining categories, except 'optically thick clouds', are treated as "cloudy sky". It should to be noted that the results for the category 'optically thick clouds' are not included in the comparisons because the HONO retrieval quantity is usually strongly degraded for such conditions (Wang et al. 2017b) . 310
Results of inter-comparison of tropospheric HONO dSCDs
In this section we present the inter-comparison of HONO delta SCDs derived by the individual participants from their MAX-DOAS measurements using the baseline settings of the DOAS fits (see section 2.2). The overview of the results of the HONO delta SCDs are presented in section 3.1. The overall statistics of the inter-comparisons and the comparison results for the individual participants are discussed in sections 3.1 and 3.2, respectively. 315
Overview of tropospheric HONO delta SCDs during the CINDI-2 campaign
For the comparison of the HONO delta SCDs, median values are calculated from the HONO delta SCDs derived from all participants for individual elevation angles separately for the HONO delta SCDs retrieved using the "sequential FRS" and the "daily noon FRS", respectively. The time series of median delta SCDs using the "sequential FRS" are shown in the top panel of Fig. 2a for the time interval of 6 to 17 UTC on the individual days of the campaign. The corresponding sky 320 conditions identified from the MPIC MAX-DOAS measurements (see 2.4) are given in the bottom panel of Fig. 2a . The sky condition results indicate that the frequencies of the "clear sky" and "cloudy sky" conditions are almost equal during the whole campaign. The peak values of the HONO delta SCDs typically appear in the early morning, except September 27, when the peak value of ~3×10 15 molecules cm -2 is found between 8 to 10 UTC. The peak values in the early morning reach values up to ~8×10 15 molecules cm -2 , as e.g. observed on 21 and 22 September. A large spread of HONO delta SCDs along 325 the elevation angles can be seen and usually with maximum values typically at 1º elevation angle.
Statistical inter-comparisons of HONO delta SCDs
For the results using the "sequential FRS", median diurnal variations for individual elevation angles of all data sets from all participants are calculated and shown in Fig. 2b . Note that the median values are calculated over both measurement time and all instruments. HONO delta SCDs strongly decrease with increasing elevation angles, especially in the morning, and the 330 spread of the HONO delta SCDs along elevation angles decrease steeply during the day. At 6 UTC the HONO delta SCDs are ~3.2×10 15 molecules cm -2 and ~0.2 ×10 15 molecules cm -2 for elevation angles of 1º and 30º, respectively. During the day, a continuous decrease of the HONO delta SCDs for elevation angles of 1º is seen with the strongest decrease from ~ 3.2 ×10 15 to ~1.2 ×10 15 molecules cm -2 between 6-8 UTC. For the high elevation angles, the change is much smaller. For instance, the HONO delta SCDs are ~ 0.2 ×10 15 molecules cm -2 at the elevation angles of 30º during the whole day. 335
In order to evaluate the agreement of the HONO delta SCDs between the different participants, for the same data sets, the diurnal variation of the standard deviation of all HONO delta SCDs compared to the median values is calculated and shown in Fig. 2c . Note that the standard deviations are calculated over both measurement time and all instruments. The standard deviation is much larger in the early morning (~1.2×10 15 molecules cm -2 ) at 6 UTC than those at a later time. The standard https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License. deviations are slightly larger at low elevation angles than those at high elevation angles. Compared to the median values of 340 the HONO delta SCDs, the relative standard deviation is much smaller at low elevation angles (e.g. 40-100% at 1 º elevation angle) than at high elevation angles (e.g. 200%-400% at 30 º elevation angle). Similarly, the relative standard deviation in the afternoon is much larger than that in the early morning, e.g. 40% at 6 UTC and 100% at 15 UTC, consistent with lower daytime HONO concentrations (and thus larger relative measurement errors) at the measurement site. Since the DOAS fit errors indicate the uncertainties of the DOAS retrieval of the HONO delta SCDs, also the diurnal variation of the median and 345 standard deviation of the fit errors of all the data sets is shown in Fig. 2d . As demonstrated for other trace gas species in (corresponding to a round sky area with a radius of ~100 m under a frequent maximum visible distance of ~10 km) and discrepancies of FOV and acquisition time between the different instruments can considerably contribute to random discrepancies of HONO delta SCD measurements. A similar conclusion was obtained in the previous studies of Kreher et al.
(2019) and Bösch et al. (2018) . The differences of random discrepancies and DOAS fit errors depend on actual instrumental 355 noise levels, measured species, and atmospheric variability conditions. Regarding the dependence on measured species, Kreher et al. (2019) reported that random discrepancies of NO2 dSCDs in the visible range is larger than DOAS fit errors by an order of magnitude. Comparisons of DOAS fit errors and random discrepancies of HONO delta SCDs will be discussed for individual instruments in section 3.3.1.
In order to evaluate the effect of clouds on the consistency of the HONO delta SCDs between the different data sets, we 360
show the diurnal variation of the median values of the HONO delta SCDs, corresponding standard deviations, and the median and standard deviations of the DOAS fit errors separately calculated for measurements under "clear sky" and "cloudy sky" conditions (see Sect. 2.4 about the cloud classification) in Fig. 2 . In general, similar values of all the quantities are found for both sky conditions, probably due to that HONO abundances are mostly near ground level and HONO absorption light paths are not considerably affected by clouds located at high altitudes. However, for the standard deviation 365 of the HONO delta SCDs, larger values are found under "cloudy sky" conditions than under "clear sky" conditions. The standard deviation of the DOAS fit error under "cloudy sky" conditions is larger than under "clear sky" conditions. This finding might be attributed to two factors: 1) the rapid variation of cloud properties for conditions of inhomogeneous cloud coverage; 2) the enhanced photon shot noise, due to the fact that less photons are received by instruments under "cloudy sky" conditions, can result in larger random noise and further larger discrepancies of HONO delta SCDs between different 370 instruments compared to those under "clear sky" conditions. In addition, results similar to that shown in Fig. 2 are also observed for the data sets retrieved using the "daily noon FRS". Hence, we only show the results of using the "sequential FRS".
Comparison results for individual participants
For the data sets of HONO delta SCDs from individual participants, linear regressions against the median values are 375 calculated for the whole campaign. The corresponding correlation coefficients, slopes, intercepts, and the root mean square (RMS) of the residuals are shown in Fig. 3a , b, c, and d, respectively. The corresponding median values and standard deviations are presented in Fig. 3e . The median values and standard deviations of the DOAS fit error are shown in Fig. 3f .
For the intercepts, RMS, median differences, and fit errors shown in Fig. 3d , e, and f, a second y-scale is added on the right side of the diagrams. It indicates the typical relative discrepancy compared to a typical high value of the HONO delta SCDs 380 of 2 ×10 15 molecules cm -2 . This quantity is referred to as "typical percentage" in the subsequent part of this section. Since the https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
HONO profile retrievals are dominated by measurements at low elevation angles, the comparison results for 1º elevation are separately plotted in Fig. 3 (red and green dots). Also the comparison results for analyses using a "sequential FRS" or "daily noon FRS" are individually presented.
The discrepancies of the HONO delta SCDs between the different MAX-DOAS instruments consist of random and 385 systematic discrepancies. The random discrepancies can be minimised by averaging over a large amount of measurements since instrumental noise and spatial-temporal variations of sky conditions and pollutants can be smoothed out by the averaging. The effect has been studied in Peters et al. (2019) . In Fig. 3d , the RMS values of residuals of linear regressions against the median values can represent the random measurement errors similar as the standard deviations of HONO delta SCDs discussed in section 3.2, whereas the slopes, intercepts, and median differences shown in Fig. 3b , c, and e indicate the 390 systematic discrepancies. For comparisons with the RMS values, the DOAS fit errors from individual participants are also shown in Fig. 3f .
Random discrepancies
The RMS values shown in Fig. 3d for HONO delta SCDs are lower than ~0.6 ×10 15 molecules cm -2 for most of the participants, corresponding to a "typical percentage" of 30%. The RMS obtained using a "sequential" FRS and a "daily noon 395 FRS" are similar in magnitude for most of the participants if all elevation angles or only the 1° elevation angle are considered.,The lowest RMS values of ~0.3×10 15 molecules cm -2 , corresponding to a "typical percentage" of 15%, are reached by the "BIRA", "NIWA (2)", "AMOIAP", and, "NIWA (1)" instruments. Even though, the "NIWA (1)" instrument belongs to the group of "EnviMes" instruments, a lower RMS is reached by the "NIWA (1)" instrument compared to the other "EnviMes" instruments. The improved performance might be attributed to the customized productions and 400 personalised operation of the individual "EnviMes" instruments, as well as different implementations of the DOAS fits by the individual participants. Another interesting finding for the "EnviMes" instruments is that, although the same set of spectra measured by the "USTC" instruments (see Table 1 ) are analysed by the "DLR" and "USTC" researchers, much larger RMS values and fit errors are found for the "DLR(1)" and "DLR(2)" results (especially for the "DLR(2)" results with the "sequential FRS" ) than for the "USTC(1)" and "USTC(2)". This finding implies that random discrepancies between the 405 data sets can be considerably attributed to the specific implementation of the DOAS fits by the individual participants. The previous study of Peters et al., 2017 demonstrated that differences in DOAS retrieval codes can result in discrepancies of retrieved NO2 dSCDs and RMS residuals by up to 8% and 100%, respectively. Since optical depths of HONO absorptions are typically much lower than NO2, the effect of differences in DOAS retrieval codes and DOAS implementations by individual participants on retrieved HONO dSCDs might be relatively larger than that on NO2. The "CMA" RMS values 410 derived for a mini MAX-DOAS instrument are the largest (~1 to 1.7×10 15 molecules cm -2 ) corresponding to a "typical percentage" of 30% to 85%. The large RMS of "CMA" is consistent with its large fit error of ~1×10 15 molecules cm -2 .
Therefore, we conclude that the mini MAX-DOAS instruments can hardly reach the signal to noise requirements for HONO measurements. Fig. 3g shows the ratios of DOAS fit errors and the RMS values for individual data sets. This relates to the discussion at the 415 end of Sect. 3.2 on the differences of DOAS fit errors and random discrepancies, Fig. 3g indicates that the ratios are different for different data sets and in the range of 0.3 to 1.6. For most of the data sets, the ratios are lower than unity, indicating effects of atmospheric variability and discrepancies of instrumental FOV and acquisition time more dominate random discrepancies than the effect of instrumental noise given by DOAS fit errors. The lowest ratio of 0.3 is found for the "BIRA" data set. It indicates that the dominant factors of the random discrepancies of the "BIRA" data set are atmospheric variability 420 and instrumental discrepancies, but not instrumental noise.
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Systematic discrepancies
For an overview of the systematic biases, median differences of the individual data sets of HONO delta SCDs from the median values are calculated and shown in Fig. 3e . These biases are mostly in the range of ±0.3 ×10 15 molecules cm -2 , corresponding to a "typical percentage" of about ±15%. The slopes derived from the linear regression mostly deviate from 425 unity by about ±20% and the intercepts are mostly in the range of ±0.3 ×10 15 molecules cm -2 , which corresponds to a "typical percentage" of about ±15%. For the individual data sets, the median differences are generally consistent with the intercepts, but not the slopes. This finding is related to the fact that low and high HONO delta SCDs dominate the intercept and slope derived from the linear regression. Since low values are more frequent than large values, the median values of the differences are dominated by the lower HONO delta SCDs. Hence the intercepts and slopes mainly represent the systematic 430 discrepancies of low and high values of the HONO delta SCDs, respectively, whereas the median differences indicate the general bias. For the datasets from "BIRA","MPIC", "AIOFM", "NIWA (2)", "AMOIAP", "USTC (1)", "USTC (2)", and "LMU", the median differences, slopes, and intercepts are all in the range of ±0.3 ×10 15 molecules cm -2 , ±20% deviation from unity, and ±0.3 ×10 15 molecules cm -2 , respectively, representing the corresponding typical ranges. Much larger biases of the slopes (~0.5) are found for the "BSU" data with "sequential FRS" than that for those with "daily noon FRS". The 435 reason for this finding is not yet identified. For the "DLR (1)" and "DLR (2)" data, although the median differences fall within the range of typical values, different biases (about plus 30% or minus 30% for large HONO delta SCDs, as indicated by the slopes) are found for "DLR (1)" with "daily noon FRS", and the "DLR (2)" with the "sequential FRS" at 1º elevation angle, respectively. Considering that the "DLR" data are derived from the same set of spectra as the "USTC" data, the different implementations of the DOAS fits by both participants might have caused the different results. For the "CMA" data 440 sets, although the deviations of the slopes from unity are within about 20%, the median differences and intercepts of about -0.5×10 15 molecules cm -2 indicate a larger underestimation of low HONO delta SCDs than for the other participants. However, here it should be noted that the correlation coefficient is also rather low (r ~0.6).
In order to further characterize the diurnal variation of the discrepancies for the individual participants, the median and 25% and 75% percentiles of the differences of the HONO delta SCDs from the medians for elevation angles of 1º, 5º, and 15º, 445 respectively, are shown in Fig. 4 . The comparison results for the data sets with "sequential FRS" and "daily noon FRS" are shown in the subpanels (a) and (b). Considerable diurnal variations of the discrepancies are found for the "DLR", "BSU", and "CMA" data. For "DLR" data, negative and positive biases occur in the early morning and around noon, respectively, especially if a "sequential FRS" is used. Larger negative biases in the morning and in the afternoon are observed for "CMA".
Larger negative biases of the "BSU" data with "sequential FRS" appear in the morning, whereas the "BSU" data with "daily 450 noon FRS" show larger negative biases around noon. Additionally, different biases for different elevation angles are found for some data. For instance, the discrepancies of the "AIOFM", "NIWA (2)" and "USTC (2)" data are larger for the 1º elevation angle than for other elevation angles in the early morning.
In order to evaluate the effects of the FRS selection on the HONO delta SCDs, the median and percentiles of the differences of the HONO delta SCDs of both procedures are shown in Fig. 4c . The statistics of the differences are provided for different 455 hours of the day and elevation angles of 1º, 5º, and 15º, respectively. For most of the data sets, including "BIRA","MPIC", "Boulder", "AIOFM", "NIWA (2)", "NIWA(1)", "USTC (1)", "USTC (2)", the median values of the differences are usually in the range of ± 0.1×10 15 molecules cm -2 (corresponding to a "typical percentage" of 5%), while 25% and 75% percentiles are in the range of 0.2×10 15 molecules cm -2 (corresponding to a "typical percentage" of 10%). For the "BSU" data, a large positive bias of ~3 ×10 15 molecules cm -2 is found in the early morning and decreases afterwards. The reason for this finding 460
is not yet identified. The median differences for both "DLR" data sets are in the range of ± 1.6×10 15 molecules cm -2 (corresponding to a "typical percentage" of ~ ±80%), depending on time of a day, whereas the difference of 25% and 75% percentiles are about 1×10 15 molecules cm -2 . However, considering the fact that both "DLR" and "USTC" data sets are derived from the same spectra, we conclude that the different effects of the FRS selection arise from the specific https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
implementations of DOAS fits. For the "CMA" data, the median differences are in the range of 0.2 to -0.4 ×10 15 molecules 465 cm -2 . This finding probably reflects the effects of instrumental instability.
In general, systematic discrepancies between the data sets are in the range of ± 0.3 ×10 15 molecules cm -2 , which is about half of the general random discrepancy of ~ ± 0.6 ×10 15 molecules cm -2 . For a typical high HONO delta SCD of 2 ×10 15 molecules cm -2 , the typical relative systematic and random discrepancies are about 15% and 30%, respectively. The lowest random discrepancy of ~ 0.3 ×10 15 molecules cm -2 , which is comparable to the general systematic bias, can be reached by 470 some instruments. For some data sets, the systematic differences are higher (up to ± 0.5×10 15 molecules cm -2 ) probably due to an inappropriate implementation of the DOAS fit. For most instruments, the FRS selection is not critical, as the systematic differences between the HONO delta SCDs retrieved using the "sequential FRS" or "daily noon FRS" are typically in the range of ±0.1×10 15 molecules cm -2 . 475
Discussion on effects of misalignments of elevation angles
Misalignments of elevation angles for individual instruments might result in discrepancies of HONO delta SCDs between the instruments. Since elevation misalignments might consist in systematic offsets and temporal changes for individual instruments, the resulting discrepancies of HONO delta SCDs might be both systematic and random. We estimated the typical bias of HONO delta SCDs according to a typical misalignment of elevation angles during the CINDI-2 campaign. 480 Donner et al (2019) characterized biases of elevation angles being mostly smaller than 0.4º for most of the MAX-DOAS instruments during the CINDI-2 campaign, based on scanning horizon and active light calibration methods applied to individual instruments. Figure 2b indicates that the largest change of HONO delta SCDs per elevation angle degree appears at the lowest elevation angles of 1º to 3º. Therefore effects of misalignments of elevation angles on measured HONO delta SCDs are stronger at smaller elevation angles than at larger ones. Based on the typical dependence of HONO delta SCDs on 485 elevation angles, the bias of HONO delta SCDs at 1º due to a typical elevation angle bias of 0.4º can be roughly estimated as ~0.2×10 15 molecules cm -2 in the morning and ~0.04×10 15 molecules cm -2 around noon, which are only a third of typical DOAS fit errors shown in Fig. 2d and 10% of typical random discrepancies shown in Fig. 2b . Furthermore, we do not observe correlation between the bias of HONO delta SCD from the median values and identified misalignments of elevation angles for some instruments for which considerable elevation misalignments occurred during the campaign. Overall, the 490 misalignments of elevation angles result in negligible discrepancies of HONO delta SCDs between the instruments.
Inter-comparison of tropospheric HONO vertical profiles
In this section we present the inter-comparison of vertical profiles of the HONO VMRs retrieved by the different participants with different inversion algorithms for the baseline retrieval settings (see section 2.3.1). An overview of the retrieved profiles is presented in section 4.1. The overall statistics and comparison results for the individual participants are given in sections 495 4.2 and 4.3, respectively.
Overview of retrieved HONO profiles
Time series of the HONO profiles retrieved by the different participants between 6 to 17 UTC on individual days during the whole campaign are plotted in Fig. 5 . This also includes all the profile results for the four comparison tasks described in section 2.3.2. Although the HONO profiles were retrieved in the altitude range below 4 km, only the results below 1km are 500 shown, because above 1km only very small HONO mixing ratios are retrieved. However, for the calculation and inter- Fig. 5 are due to the unavailability of data as the corresponding MAX-DOAS instruments were not operational or the profile inversion failed. For Task T2b, the "MPIC (MAPA valid)" data show much more gaps than the "MPIC (MAPA)" data since the quality flag criteria (Beirle et al., 2019) were applied to the "MPIC (MAPA valid)" data. For Task T1a and T1b, two versions of "BIRA" profile results are displayed and marked as "BIRA (v1)" and "BIRA (v2)", and discussed in section 5.3. Since the "BIRA (v2)" data set is retrieved with 510 more realistic measurement uncertainties than "BIRA (v1)", it has been decided to only use the "BIRA (v2)" data set in the further inter-comparison analysis in sections 4.2 and 4.3.
Statistical inter-comparisons of HONO profiles, VCD and near-surface VMRs
Comparisons with median values 515
The diurnal variations of the median values of the HONO VCDs and near-surface VMRs for all the data sets are calculated for the individual tasks and plotted in Fig. 6a and b , respectively. A steep decrease of the HONO VCDs and near-surface VMRs from ~3 to ~1.5×10 15 molecules cm -2 and from ~0.4 to ~0.1 ppb between 6 and 8 UTC is found, respectively.
Afterwards, the VCDs and VMRs close to the surface stay at low values with a slight decrease until 16 UTC. Considering the significant decrease of HONO in the early morning, the median values of the HONO profiles before and after 7 UTC are 520 separately shown in Fig. 6d , and e, respectively. Both figures indicate that the HONO VMRs above 0.6 km are close to zero.
In addition, Fig. 6a and b indicate considerable differences of the median values of the different tasks, especially in the early morning before 8 UTC. These differences can primarily be attributed to differences of the input HONO delta SCDs and aerosol profiles used in the profile retrievals.
The 25% and 75% percentiles of the differences of the HONO VCDs, near-surface VMRs, and vertical profiles before and 525 after 7 UTC compared to the median values are shown in Fig. 6a, b, d , and e, respectively, with different columns indicating the four tasks. The deviations between the different data sets are much smaller if the common HONO delta SCDs (task T2a and T2b) are used than if the HONO delta SCDs measured by individual instruments (task T1a and T1b) were used. For task T2a, the half interquartile range is mostly ~ 5×10 13 molecules cm -2 (corresponding to ~15% to ~30% of the median values) for the VCDs, and ~0.02 ppb for the near-surface VMRs (~5% to ~20% of the median values). For task T1a, the half 530 interquartile range increased by about three times compared to those for task T2a. Therefore, we conclude that the discrepancies of the HONO delta SCDs can contribute to ~30% to 60% deviations of the HONO VCDs, and ~10% to 40% deviations of the near-surface VMRs results. The deviations are smaller than the typical relative deviations of HONO delta SCDs of 40-100% at low elevation angles, which arise due to the smoothing effect of the profile inversion. For both tasks T2a and T2b, the absolute deviations are larger in the morning than in the afternoon, but the relative deviations are similar 535 due to larger HONO values in the morning. Also slightly larger interquartile ranges are found for task T2b than for task T2a, especially in the morning by ~3×10 13 molecules cm -2 and ~0.04 ppb respectively. This indicates that the discrepancies of the aerosol retrievals can cause discrepancies of the HONO VCDs and near-surface VMRs by ~50%. Similar ranges of percentiles are found for task T1a and T1b, indicating that the effects of using either a "sequential FRS" or "daily noon FRS" on the consistency of the HONO profile retrievals are not critical. The comparison results of HONO profiles shown in Fig.  540 6d and e indicate that deviations of the HONO VMRs between different data sets are negligible at altitudes above 0.4 km, where the HONO VMRs are also almost zero. https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
Comparisons with LP-DOAS
The statistical differences (the median values and 25% and 75% percentiles) of the near-surface HONO VMRs of the different data sets compared to the co-located LP-DOAS are shown in Fig. 6c . The LP-DOAS measurements and data for the 545 comparisons are described in section 2.3.3 The median differences and half interquartile ranges are mostly in the range of ± 0.05 ppb (~10% to ~50%) and 0.1 ppb (~20% to ~100%) for the four tasks. Systematically larger interquartile ranges are found in the early morning.
Cloud effects on the HONO profile results
In order to evaluate effects of clouds on the consistency of the HONO profile retrieval results, all quantities in Fig. 6 are 550 separately shown for the measurements under "clear sky" and "cloudy sky" conditions. In general, similar values for the upper and lower quartiles are found for both clear and cloudy sky conditions, except for task T1a and T1b. The interquartile ranges under "cloudy sky" conditions are ~10% larger than those under "clear sky" condition for task T1a and T1b, which is probably related to the larger random discrepancies of the HONO delta SCDs measured by different instruments (see Fig. 2c and section 3.2). 555
Comparison results for individual participants
For the HONO near-surface VMRs and VCDs derived from the profile retrievals of the individual participants, linear regressions against the median values are performed. The derived correlation coefficients, slopes, and intercepts, as well as the RMS of the residuals are shown in Fig. 7a and c. The median values and standard deviations of the differences of the individual data sets from the median values are also presented in Fig. 7a and c, and for the vertical profiles in the three 560 altitude intervals of 0 km to 0.2 km, 0.2 km to 0.4 km, 0.4 km to 0.6 km in Fig. 8 . For the intercepts, RMS, and median differences shown in Fig. 7 , the corresponding "typical percentages" (relative differences compared to a typical large HONO near-surface VMR of 0.4 ppb and VCD of 3 ×10 15 molecules cm -2 ) are also shown (see y axis on the right side). Additionally, for the comparison results of the near-surface HONO VMRs versus the LP-DOAS measurements, the same parameters as shown in Fig. 7a and c are given in Fig. 7b . The same parameters as shown in Fig. 7a and c are derived from the 565 comparisons of the modelled and measured HONO delta SCDs and shown in Fig. 7d . Following the discussion from in section 3.3, the random and systematic discrepancies of the profile retrieval results are discussed in the following.
Random discrepancies
The RMS of the differences shown in Fig. 7a and c indicate systematically smaller random discrepancies for tasks T2a and T2b than for tasks T1a and T1b. The RMS values of near-surface HONO VMRs are around 0.08 ppb (~20%) for all the data 570 sets in task T1a and T1b. The RMS values of HONO VCDs are around 0.6 ×10 15 molecules cm -2 (~20%) for most of data sets, with a maximum value of ~ 0.9 ×10 15 molecules (~30%) found for USTC (1). In tasks T2a and T2b, the RMS for the near-surface HONO VMRs and VCDs is typically around 0.02 ppb (~5%) and 0.2 ×10 15 molecules cm -2 (~7%), respectively.
The largest RMS of the near-surface HONO VMRs and VCDs are 0.06 ppb (~15%) and 0.7 ×10 15 molecules (~25%), respectively, which are found for "MPIC (PriAM)" and "MPIC (MAPA)". However, the RMS decreases dramatically if 575 quality flags are applied to the "MPIC (MAPA)" data to derive the "MPIC (MAPA valid)" data. The standard deviations of the differences of the vertical profiles against the median values shown in Fig. 8 indicate that the random discrepancies at altitudes above 0.2 km are mostly much smaller than close to the surface. The standard deviation is mostly around 0.02 ppb in the altitude grid of 0.2 to 0.4 km and almost zero at altitudes above 0.4km. a Relatively large deviation of ~ 0.15 ppb for "AIOFM" appears at high altitudes in tasks T1a. And significantly larger deviations at high altitudes are found for the 580 "MPIC (MAPA)" data than the other data in task T2b. However, the quality controlled "MPIC (MAPA valid)" data show the similar deviations with the other data.
https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License. Fig. 7a and c show the median differences, intercepts, and slopes derived from the comparison of the HONO near-surface VMRs and VCDs. Similar to the HONO delta SCDs discussed in section 3.3.2, the overall systematic discrepancies of near-585 surface VMRs and VCDs for low and high values are indicated by the slopes and intercepts, respectively. The median differences indicate that the systematic discrepancies are mostly in the range of 20% for both tasks T1a and T1b, and 5% for both tasks T2a and T2b. The discrepancies of the VCDs are larger between the different data sets compared to the discrepancies of the near-surface VMRs, and the correlation coefficients of the comparisons of the VCDs are smaller than those of the comparisons of the near-surface VMRs. The near-surface VMRs are thus more consistent within the data sets 590 than the VCDs. In addition, the discrepancies for the tasks T1a and T1b are 4 times larger than for the tasks T2a and T2b, which indicates that the discrepancies of the profile retrievals are dominated by the errors from the input HONO delta SCDs, and not by the profile inversion algorithms. Additionally, the similar level of discrepancies between tasks T1a and T1b, and tasks T2a and T2b indicate that the effects of the "FRS" selection and different aerosol retrievals on the discrepancies of the HONO profile retrievals are almost negligible. 595
The data sets with substantial systematic discrepancies will be discussed individually in the following. The "CMA" data sets show a systematic overestimation of up to ~45% compared to the median values. However, Fig. 3e indicates a systematic underestimation of the "CMA" delta SCDs compared with the median values. Since Fig. 7d indicates a significant systematic overestimation of the modelled HONO delta SCDs compared to the measured ones, we conclude that the implementation of the profile inversions is the dominant factor causing a substantial overestimation of the "CMA" profile results compared to 600 the other data. For the "LMU" data set, an overall underestimation of the VCDs, even though the near-surface VMRs are well consistent, is found because the VMRs are systematically lower than the median values at high altitudes, which can be seen in Fig. 8 .
The systematic and random discrepancies between the different HONO profile results are quite comparable, and typically in the range of 20% for tasks T1a and T1b and 5% for tasks T2a and T2b, with extreme discrepancies of ~40% for task T1a and 605 T1b, and ~20% for task T2a and T2b.
Comparison with LP-DOAS
The comparison results of the near-surface HONO VMRs of the individual participants against those measured by the colocated LP-DOAS instrument are displayed in Fig. 7b . There the correlation coefficients, slopes, intercepts, and RMS of residuals derived from the linear regressions as well as the median differences against the LP-DOAS results are shown. The 610 median differences and intercepts are consistent with those derived from the comparisons of the individual data sets against the median values (Fig. 7a) . However, the slopes of the individual participants for tasks T1a and T1b are smaller than those derived from the comparisons against the median values (Fig. 7a) . Therefore, in general all data sets systematically underestimate high near-surface HONO VMRs compared to the LP-DOAS results. Since the vertical layer measured by the LP-DOAS is consistent with the lowest vertical layer of the MAX-DOAS profile retrieval, the systematic differences might 615 be mainly attributed to different air mass measured by the two techniques. It needs to be noted that MAX-DOAS typically For the random differences of the individual data sets against the LP-DOAS measurements, in general similar RMS values 620 are observed as those derived from the comparison against the median values (Fig. 7a) for tasks T1a and T1b. However, for tasks T2a and T2b, the RMS values for "BIRA", "BIRA MMF", and "AUTH" are much larger for the comparison with LP-DOAS than those for the comparison with the median values. Therefore, we conclude that the random discrepancies might 
Sensitivity studies of profile inversion
Sensitivity study on the effects of a priori profiles and the a priori covariance based on synthetic HONO delta SCDs 630
In this section we evaluate the influence of the a priori profile on the retrieval results based on synthetic HONO delta SCDs simulated by the RTM SCIATRAN. For these simulations, three different HONO profiles are used. These profiles as well as the other input parameters used for the RTM simulations are provided in section 2.3.4. Among the three participants of this sensitivity study, "INTA" and "AUTH" used the "BePro" profile inversion algorithm whereas "MPIC" used the "PriAM" profile inversion algorithm. While "BePro" uses a linear optimal estimation method, in "PriAM" a nonlinear optimal 635 estimation approach in logarithmic space is applied. We also evaluate the effect of different definitions of a priori covariance (Sa). In the baseline setting, Sa is set to 100% of the a priori values for the diagonal terms. In the following this baseline configuration of Sa is referred to as "a priori determined Sa". For the "BePro" algorithm, Sa is alternatively also set to a constant value at all altitudes, which is 100% of the a priori value in the lowest altitude grid. This setting of Sa is referred to as the "constant Sa". The alternative choice of Sa can theoretically decrease the constraints of the a priori profile on the 640 retrieved profiles. Here it should be noted that for "PriAM" the definition of Sa according to the baseline settings is changed to unity at all altitudes due to its conversion to the logarithmic space. We don't apply an alternative Sa for "PriAM".
HONO profiles are retrieved from synthetic HONO delta SCDs using three different a priori profiles (shown in Fig. 1b) and two different Sa . The retrieved profiles are shown in Fig. 9 separately for the three different algorithms. It is found that for all scenarios similar results are retrieved by "INTA" and "AUTH", which apply the same "BePro" algorithm. For the tests 645 with the a priori determined Sa, both "INTA" and "AUTH" considerably overestimate the HONO VMRs near the surface and underestimate those at high altitudes for the profiles 2 and 3 if the a priori profile 3 is used. However, for the tests with constant Sa, well consistent profile results are derived by "INTA" and "AUTH" for all three a priori profiles. This indicates that the HONO profile retrievals using "BePro" respond to the true HONO profiles much better if a "constant Sa" is used.
For the "MPIC" results with the "PriAM" algorithm, also well consistent profiles are obtained for the three different a priori 650 profiles. For profile 1 the "MPIC" retrieval agrees much better with the true profile than "INTA" and "AUTH" results. These results indicate that the "PriAM" algorithm can better respond to different HONO profile shapes through the implementation of the non-linear iterative procedure in logarithmic space.
The effect of random noise on the profile retrievals were tested based on the "noisy synthetic HONO delta SCDs", which are described in section 2.3.4. Median values and standard deviations of differences of the retrieved HONO profiles compared to 655 those retrieved from the synthetic HONO delta SCDs without noise are shown in Fig. 10 . And for the same results, the ratios of the median values and standard deviations shown in Fig. 10 compared to the true HONO profiles are plotted in Fig. 11 .
The results for the retrievals using the "a priori determined Sa" and "constant Sa" are shown separately in Fig. 10 and Fig. 11 . For "INTA" and "AUTH", much larger standard deviations for retrievals using the "constant Sa" than those using the "a priori determined Sa" at high altitudes are found due to the smaller a priori constraints if the "constant Sa" is used. For 660 "MPIC", standard deviations at altitudes below 1 km are similar with those for "INTA" and "AUTH" with the "constant Sa".
However, much smaller standard deviations are found at altitudes above 1 km.
We conclude that for the "BePro" algorithm, the "constant Sa" can increase the response of the profile retrievals to different HONO profile shapes, but can reduce the stability. The "PriAM" algorithm can well balance the response and stability.
Therefore we recommend retrieving HONO profiles in logarithmic space.
Sensitivity study on the effects of the grid intervals in the profile retrievals
In the baseline settings of the profile retrievals the grid interval were set to 200 m. Since a significant vertical gradient might appear in the lowest 200 m, we tested the effects of using different grid intervals, e.g. 50m and 100m on the retrieved profiles using the "PriAM" algorithm based on the "MPIC" measured HONO delta SCDs during the whole campaign. For different grid intervals, the averaged diurnal variations of the retrieved HONO VMRs below 200 m are shown in Fig. 12a . 670
Differences of the retrieved HONO VMRs using grid intervals of 100m and 50m compared to the baseline setting are shown in Fig. 12b. Fig 12 indicates that the retrieved HONO VMRs below 100 m for both retrievals with grid intervals of 50m and 100m are similar to those grid intervals of 200m (baseline settings). The retrieved HONO VMRs significantly decrease in the grids above 100m. Based on this sensitivity test, it is concluded that a finer resolution than 200m can improve the profile results in the altitudes range below 200m. 675
Measurement uncertainties of HONO dSCDs and their effects on profile retrievals.
In order to calculate the diagonal elements of the covariance matrix of measurement uncertainties for profile retrievals using the optimal estimation method, measurement uncertainties of HONO dSCDs need to be estimated. Measurement uncertainties can be mainly attributed to instrumental noise and atmospheric variability. DOAS fit errors provide a good representation of the instrumental noise. In the baseline settings of profile retrievals, we assume that measurement 680 uncertainties and DOAS fit errors of HONO dSCDs are equivalent. However this assumption is not realistic if the effect of atmospheric variability is significantly larger than DOAS fit errors. As shown in Fig. 3f , the lowest DOAS fit errors of ~ 0.1 ×10 15 molecules cm -2 are found for the BIRA instrument, and they are three times lower than the typical DOAS fit error of ~ 0.3×10 15 molecules cm -2 of the other instruments as shown in Fig. 2c . Two data sets of HONO profile results are derived from the same HONO dSCD data sets with different settings of the diagonal elements of the measurement uncertainty 685 covariance matrix. The baseline profile retrieval settings (i.e. 100% of the DOAS fit errors of the HONO dSCDs) are applied for the retrievals of the "BIRA (v1)" data set., while the "BIRA (v2)" data sets corresponds to the bePRO profile retrievals where 300% of the DOAS fit errors of the HONO dSCDs are used. Fig. 5 indicates that the "BIRA (v1)" results deviate more from the median values than those of "BIRA (v2)". This feature is due to the fact that the measurement uncertainties of the "BIRA" instrument are substantially larger than its DOAS fit errors, due to the effect of atmospheric variability. In order 690 to realistically estimate measurement uncertainties, the standard deviations of the "BIRA" HONO dSCDs retrieved using the daily noon FRS in the time period of 11 to 16 UTC on individual days are shown in Fig. 13a . Since HONO dSCDs, especially in the zenith view, are close to zero as shown in Fig. 2b , the standard deviations can represent random measurement uncertainties. Since the DOAS fit errors of the "MPIC" data set are in the moderate range of all the participating instruments, the standard deviations of the "MPIC" data set are calculated and shown in Fig. 13b for 695 comparisons with the "BIRA" data set. In addition, the averaged DOAS fit errors of HONO dSCDs of both data sets are shown in the bottom panel of Fig. 13 . Figure 13 indicates that although the DOAS fit errors of the "BIRA" data set is about one third of the "MPIC" data set, the standard deviations of both the "MPIC" and "BIRA" data set are comparable and around 0.2 to 0.3 ×10 15 molecules cm -2 . This feature suggests that measurements uncertainties are similar for both the "MPIC" and "BIRA" data sets due to the dominant effect of atmospheric variability on the measurement uncertainties of the "BIRA" 700 data sets. In contrast to the "BIRA" case, both atmospheric variability and instrumental noise are comparable in the "MPIC" data set. Since the measurement uncertainties are about three times higher than the DOAS fit errors for the "BIRA" instrument, the setting for the "BIRA (v2)" profile results is more realistic that for the "BIRA (v1)" profile results. However for the "MPIC" instrument and most of the other instruments, since the measurement uncertainties are comparable to the DOAS fit errors, baseline settings are reasonable. We can conclude that not only DOAS fit errors, but also atmospheric 705 variability should be considered for the estimation of measurement uncertainties for profile retrievals. The effect of atmospheric variability on measurement uncertainties of HONO dSCDs is roughly around 0.2 to 0.3 ×10 15 molecules cm -2 , https://doi.org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License. which might be significantly larger than DOAS fit errors of a state-of-art MAX-DOAS instrument with high signal to noise ratios.
6 Conclusions
In this study, HONO delta SCDs and vertical profiles are retrieved from different MAX-DOAS observations during the CINDI-2 campaign. VCDs and near-surface VMRs are derived using different profile inversion algorithms, which are applied to HONO delta SCDs analysed by the different participants. Peak HONO values with delta SCDs at 1º elevation angle of ~3×10 15 molecules, VCDs of 3×10 15 molecules cm -2 , and near-surface VMRs of 0.4 ppb on average are retrieved in 715 the early morning. These are followed by a steep decrease to ~1.2 ×10 15 molecules cm -2 , ~1.5×10 15 molecules cm -2 , ~0.1 ppb, respectively, during the period from 6 to 8 UTC. Afterwards, the HONO values stay low and further decrease slightly during the rest of the day. The profile results indicate that most of HONO accumulates at altitudes below 0.2 km and HONO concentrations are close to zero at altitudes above 0.4 km during the day.
We evaluated random and systematic differences between different retrieval results of HONO delta SCDs derived from 720 different MAX-DOAS instruments using different inversion algorithms. For MAX-DOAS instruments with a good spectrometer, the systematic discrepancies of the delta SCDs of the different MAX-DOAS instruments are generally in the range of ±0.3 ×10 15 molecules cm -2 , which is half of the typical random uncertainty of ~0.6 ×10 15 molecules cm -2 . For a typical high value of HONO delta SCD of 2 ×10 15 molecules cm -2 , the typical relative systematic and random uncertainties are about 15% and 30%, respectively. Similar magnitudes of random and systematic uncertainties are observed for different 725 elevation angles. However, since the HONO delta SCDs decrease with increasing elevation angle the relative random and systematic uncertainties reach up to 200% -400%, and 100% -200%, respectively, for the 30 º elevation angle. The HONO delta SCDs retrieved by some participants show substantially larger random and systematic discrepancies compared to most participants, which is mainly caused by limitations of the instrumental signal to noise ratios or an inappropriate implementation of DOAS fits. Another important finding is that for most instruments the random discrepancies of HONO 730 delta SCD results between the different instruments are significantly larger than individual DOAS fit errors due to the effects of atmospheric variability and discrepancies of instrumental FOV and acquisition time. In addition, for most of the instruments, the effects of using either a "sequential FRS" or "daily noon FRS" on the errors of the HONO delta SCDs is practically negligible with systematic and random differences between both retrieval results typically within ±0.1 ×10 15 molecules cm -2 (~ ±5%). 735
Random and systematic differences between the retrieved HONO VCDs, near-surface VMRs, and profiles from the different MAX-DOAS instruments and inversion algorithms are further evaluated via statistical inter-comparison. Both systematic and random differences of HONO VCDs and near-surface VMRs are typically ~ 20%. For some instruments, the maximum random and systematic discrepancies are ~40%. In order to better understand the reasons for the differences, all participants retrieved HONO profiles also from a set of common HONO delta SCDs using their specific inversion algorithms. The results 740 of this task indicate that the differences of the profile inversion algorithms generally contribute to both systematic and random discrepancies of the HONO VCDs to about ~ ±0.2 ×10 15 molecules cm -2 and of the near-surface VMRs to about ~ ± 0.02 ppb (typically ~ 5% for both VCDs and near-surface VMRs). These results indicate that the errors of the HONO delta SCDs dominate the differences of HONO profile results. Further error sources, especially for the most extreme discrepancies, are probably inappropriate implementations of the profile inversion algorithms and/or configurations of the 745 profile retrievals. Both systematic and random discrepancies are considerably higher in the lowest altitude range of 0 to 0.2 km, mostly ~ 0.02 ppb in the altitude range from 0.2 to 0.4 km and almost zero above. In addition, the effect of using a https://doi. org/10.5194/amt-2019-464 Preprint. Discussion started: 4 February 2020 c Author(s) 2020. CC BY 4.0 License.
"daily noon FRS" or a "sequential FRS" in the DOAS fit on the profile results is almost negligible. Also the effect of different aerosol retrievals on HONO profile results is typically negligible.
The near-surface HONO VMRs retrieved from different MAX-DOAS measurements are also compared to the co-located 750 LP-DOAS measurements. In general, the systematic discrepancies of the individual MAX-DOAS measurements compared to the LP-DOAS results are similar to those derived from the comparison with the median values of all MAX-DOAS results.
Interestingly, the median values of all MAX-DOAS measurements are systematically lower or higher than the LP-DOAS results by up to 0.15 ppb (~50%) and 0.07 ppb (~20% -200%) in the early morning and around noon, respectively.
The effects of a priori profiles and covariance for the "BePro" and "PriAM" profile inversion algorithms, which are both 755 based on the optimal estimation method but in linear and logarithmic space respectively, were evaluated using simulated delta SCDs for three different altitude profiles. The results of this sensitivity study indicate that a "constant Sa" for the "BePro" algorithm in linear space can increase the response of the profile retrievals to different HONO profile shapes, but tends to reduce the stability. The "PriAM" algorithm in logarithmic space can well balance the response and stability.
Therefore we recommend retrieving HONO profiles in logarithmic space. Additional sensitivity tests indicate that a finer 760 resolution than 200m improve the retrieved profiles in the altitudes range below 200m. In addition it is found that measurement uncertainties of HONO dSCDs, which are needed to calculate measurement uncertainty covariance matrix for profile retrievals using the optimal estimation method, can be significantly larger than DOAS fit errors due to the effect of atmospheric variability, especially for an instrument with a low noise level. This may lead to unrealistic estimations of measurement uncertainties causing considerable discrepancies in profile results. Therefore, not only DOAS fit errors, but 765 also the effect of atmospheric variability needs to be considered for the estimation of measurement uncertainties. The typical contribution of atmospheric variability to measurement uncertainties is about 2 to 3 ×10 15 molecules cm -2 , but it might depend on particular sky conditions and instrumental properties.
We summarise that, even though the errors of the measured HONO delta SCDs usually dominate the errors of the retrieved HONO profiles, also the inappropriate implementation of the profile inversion algorithms can cause substantial 770 discrepancies. Profile inversion algorithms with proper configuration can well retrieve different HONO profile shapes, especially in logarithmic space. This corroborates that one important feature of the retrieved HONO profiles, the high concentrations near the surface, represents well the ambient HONO vertical distribution during the CINDI-2 campaign. and the scientific discussion. T. Koenig and H. Finkenzeller and R. Volkamer operated the instruments and evaluated data for CU Boulder. K. Kreher was the referee for the CINDI-2 inter-comparison campaign and as such involved in the day-today campaign management and data quality checks of all CINDI-2 MAX-DOAS measurements. J. Xu, X. Tian and P. Xie 168, 117-132, 2004. 870 Friedrich, M. M., Rivera, C., Stremme, W., Ojeda, Z., Arellano, J., Bezanilla, A., García-Reynoso, J. A., and Grutter, M.:
NO2 vertical profiles and column densities from MAX-DOAS measurements in Mexico City, Atmos. Meas. Tech., 12, 2545 -2565 , https://doi.org/10.5194/amt-12-2545 https://doi. org/10.5194/amt-2019-464 Preprint. Discussion started: 4 Tables  Table 1 Overview 
* reference: More details of the instruments are described in Table 2 (Kurucz et al., 1984) Cross sections 
Aerosol properties
The single scattering albedo should be fixed to 0.92 and the asymmetry factor to 0.68.
The aerosol profiles retrieved at 360nm from O4 can be directly used.
Elevation angles
Those used in the measurement acquisition protocol: 1, 2, 3, 4, 5, 6, 8, 15, 30°
Measurement uncertainty covariance Square of 100% of the SCD fit error for the diagonal terms and extra-diagonal terms are zero.
A priori profiles Exponentially-decreasing profile derived using the VCD of 3×10 
